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Métanalyse AAAr

Hoornweg  et al. Eur J Vasc & Endovasc surg 2008



Risque de Rupture

• 5-year rupture rates for AAA
– 5-5.9 cm: 25% (5% within the year)
– 6-6.9 cm: 35% (7% within the year)
– >7cm: 75% (15% within the year)

Lancet 1998



Chirurgie Ouverte vs Endovasculaire



Chirurgie Ouverte vs 
Endovasculaire

EVAR Open repair

EVAR 1*

(n = 1082)
1,7 % 4,8 %

DREAM**

(n= 345)
1,2 % 4,6 %

* Lancet 2004    ** N Engl J Med, 2004

30 day mortality: 
patients fit for surgery



Chirurgie Ouverte vs Endovasculaire

Schermerhorn et al. N Engl J Med, 2008.

45660 matched patients







Outcome Versus Extent of IFU Infringement

Schanzer, Circulation 2011



New Endografts?



Dedicated Planning Software







PROCEDURE











32mm Devices: Zenith LP
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Zenith® Fenestrated

CAUTION—Investigational device. Limited by Federal (or United States) law to investigational use.







Diameter Reducing TiesDiameter Reducing Ties





The Standard Fenestrated Graft

• Scallop
• Small fenestration
• Composite graft
• Variety of lengths















Latest Version

• One preloaded wire through 
renal fenestrations

• Self Retrieving Top Cap



Zenith ® Preloaded Delivery System
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• Retrospective analysis 
of 353 patients

• Methods/Assumptions
- Align SMA fenestration
- Device fits if renals are 

within outer ring (15 
mm diameter)

• Results
- Option A: 64%
- Option B: 35%
- Combined: 76%

A

B

Standard Fenestrated





Not available for sale.



Not available for sale.







New Fenestrated Endografts

Movable fenestrations for in vivo adjustement



New Fenestrated Endografts...



eTAAA Repair



















4 Branches?





















Fused 3D imaging

Benefits
• Roadmap to localize 

renals ostia and 
optimize positioning 
of the endograft

• Using pre-op CT can 
potentially reduce the 
need for fluoro, DSA 
and contrast 

3D model follows table and 

gantry motion

Adjustable fusion



CONCLUSIONS

• Learning curve over

• CMD and OTS devices

• Standard of Care in most centers in Europe

• High volume centers performing both 
techniques



Who should perform
endovascular therapies??



Merci !


